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Product name Folding Anti-dust mask 2

Inspected company  Xiamen PinzTec Co.,Ltd

Manufacturer Xiamen PinzTec Co.,Ltd
Fujian market supervision

Applicant and Administration Bureau

Test type National special spot check

THEEISER P RREBEBREDL

JIANGSU QUALITY SUPERVISION AND INSPECTION CENTER FOR SPECIAL SAFETY PROTECTION PRODUCTS



INSPECTION CENTER F
PROTECTION PRODUCTS

UALITY SUPERVISION AND
OR SPECIAL SAFETY

Test Report

STFGJC20200004 Page 1 of 3
Product name Folding dust mask Brand - Specifications 10pcs/bag
Manufacturing
date/number 2020-01-26/P9001
Inspected Xiamen PinzTec Co.,Ltd / 5/F,Dongfu Industrial Park 9# Building,No.2877 Dongfu
company/Add/Tel Avenue, Haicang, Xiamen,China
13960174401
Manufacturer/A Xiamen PinzTec Co.,Ltd / 5/F,Dongfu Industrial Park 9# Building,No.2877 Dongfu
dd/Tel Avenue, Haicang,Xiamen,China
7
Fujian market supervision and Administration Bureau/The state bureau of quality and technical
Task source supervision [2020]NO.22
Sampli
P Fujian fiber inspection center
department
I 3 Sampling quantity/Quantity]|
Sampling date 2020-02-07 Sampling base 10000pcs it sampled 20pces/10pes
Receiving date of Sampling Finished product warehouse |  Storage location of Sampling
sample 2020-02-12 location of inspected company samples company
Not marked
Sample number |(2020)MXJJ-002-008 | Sealed samples status i
Sampl d p p Seals intact
APEERCE | /GB2626-2006KN95 o e e
Test standard(s) GB2626-2006 (Respiratory protective equipment -Non-powered purifying particle respirator)

Judgement standard

National [program for quality supervision and spot check of mask products]

Test conclusion

The sample upon examination, the projects meet the GB2626-2006 {Respiratory protective equipment
-Non-powered purifying particle respirator) standard,According to the national [program for quality

supervision and spot check of mask products] judged as qualified

According to the national [program for quality supervision and spot check of mask products], the test samples

Note are not pretreated.The inspection conclusions of this report are only drawn for the inspected items, and do not
mean that the untested items or functions meet the requirements.
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Test Result
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Standard Single
NO. | Test item . Standard requirement Sample Test Result . | Note
Article NO NO Conclusion
Untreated
1# 98.8 %
2t 99.0 %
KN90=90. 0% 9t 98.5 %
KN95=95. 0% o
> 0
KN100=99. 97% 44 98.6 %
oft 98.6 %
Filter Qualified
1 8. 3 —
efficiency e ot 98.8 % (KN95)
# 9.7 %
8# 98.5 %
9% 98.5 %
104 98.5 %
KN Environment temperature: (25+5) C Environment temperature: 25.3°C
Environment humidity: (30+10) % Environment humidity: 39. 6%
Untreated
. The total inhalation resistance of each sample 1# 69.7 Pa
Respiratory should not be greater than 350Pa
9 resistance 5.5 2t 70. 3 Pa Qualified| __
The total exhalation resistance of each 1# 22.1 Pa
sample should not be greater than 250Pa
24 24.1 Pa
a)The following situations must not occur:
‘When the exhaust flow rate has reached 500mL/min,
N negative pressureof the system cannot reach 1180Pa. s
AICHERnEss b)The following situations must not occur: W}t}fout ke damgr (g
3 of valve 5.6.1 Time for exhalation valve to return to normal pressure is ——— - -
less than 20s
Normal temperature, Normal pressure, relative
humidity<75%
Note

Test date:2020.02.12-2020.02.14
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Test Report

Sample photo
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Points For Attention

1. This Report Is Invalid If Without “The Text Report Special Seal” Or The Official Seal
Of The Institute. .

2. The Reproduction Is Invalid If Without Being Confirmed By “The Text Report Special \
Seal” Or The Official Seal Of The Institute. /

3. This Report Is Invalid If Without Signature Of The Major Tester And The Examiner And
The Approver.

4. This Report Is Invalid If In Any Form By Any Means Altered.

Fg R RbE . VTR BN S X A 2 T bl s KiE 1 66°5
The Institute Add: Lingang Road 166, Lingang Economic Park , Gaogang, Taizhou.Jiangsu
R R A ALR B G . 0523-86989901

The Institute Complain Tel:0523-86989901

Krge A IALRDIL 5 B G . 0523-86989959

The Institute Businese Tel:0523-86989959

AL E . 0523-86989939

The Institute Fax:0523-86989939

R IR A A LA RS : 225300

The Institute Post:225300

Fr g AMALAA BIHE . www jstfzx.com

The Institute Web:www.jstfzx.com

FEEAS LR MRAS : 1735889887 @qq.com

The Institute E-mail:1735889887 @qq.com



Form QAT _10-MO04, version 00, effective since March 6th, 2020

Certificate of Compliance

No, 4M200321T.XPTOU75
Technical Construction File no. 20ZCTS50314002SP

Certificate’s Xiamen PinzTec Co., Ltd.
Hold er: o/F, Dongfu Industrial Park 9# Building, No.2877
Dongfu Avenue, Haicang, Xiamen, China

C ertification ECM
Mark:

Approved

Product: FFP2 protective mask

Model(s): P9001 P9001V P9002 P9002V P9003
P9003V

Verification to: Standard:

EN149-2001+A1-2009
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related to CE Directive(s):
R 2016/425 (Personal Protective Equipment)

Remark: This document has been issued on a voluntary basis and upon request of the manufacturer. It Is
our opinion that the technical documentation received from the manufacturer is satisfactory for the
requirements of the ECM GCertification Mark. The conformity mark above can be affixed on the products
accordingly to the ECM regulation aboutits rele ase and its use.

Additionalinformation and clarfication about the Marking:

The manufacturerisresponsible forthe GE Marking process. This document has been
issued on the basis of the regulation on ECM Voluntary Mark for the certification of
products. RGO1 ECM rev.3 avallable at: www.entecerma.it

Issuance date: 21 March 2020
Expiry date: 20 March 2025

Reviewer Approver
Technical expert ECM Service Director

Amanda Payne

Ente Certificazione Macchine Srl
Via Ca' Bella, 243 - Loc. Castello di Serravalle - 40053 Valsamoggia (BO) - ITALY
® +390516705141 & +39051 6705156 <info@entecerma.it £ www.entecerma.it

C ertificate — Ceptmdomkar —
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e ASAFE KNS mask is designed to provide protection
= uatic fiter element provides high efficiency dust filfration.

* 1 5pacing ensuring breathing comfort for most face
<hapes and Szes.




